Intractable ventricular fibrillation: post ascending aortic dissection repair.
Ascending aortic dissection is a life threatening surgical emergency and carries high peri-operative mortality. Various biological adhesive materials are commonly used in such a surgery to enhance strengthening of separated layers of aortic wall. Despite of extensive use, embolization of the glue material remains a feared complication. Here we are describing a case where BioGlue embolized down the left main stem and resulted in refractory ventricular arrhythmia and hemodynamic instability.